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We propose to enhance the axial resolution of photoacoustic microscopy (PAM) by reducing the
speed of sound within the imaging region of interest. With silicone oil immersion, we have achieved
a finest axial resolution of 5.8lm for PAM, as validated by phantom experiments. The axial
resolution was also enhanced in vivo when mouse ears injected with silicone oil were imaged. When
tissue-compatible low-speed liquid becomes available, this approach may find broad applications in
PAM as well as in other imaging modalities, such as photoacoustic computed tomography and
ultrasound imaging.VC 2013 AIP Publishing LLC. [http://dx.doi.org/10.1063/1.4803444]
Photoacoustic microscopy (PAM) is an emerging three-
dimensional (3D) imaging technology with the unique
advantage of imaging optical absorption of biomolecules
structurally and functionally.1 In typical PAM, a laser pulse
irradiates the optical absorbers, and the excited photoacoustic
wave is detected by an ultrasonic transducer. In optical-
resolution PAM,2,3 the spot size of the optical focus deter-
mines the lateral resolution. To resolve absorbers in the axial
direction, the arrival time of the photoacoustic signal is con-
verted to depth. Hence, the width of the temporal impulse
response of the PAM system determines the axial resolution.
While submicron lateral resolution has been achieved for
PAM,4,5 the finest axial resolution still remains on the micron
level,6,7 much poorer than the lateral resolution.
The axial resolution of PAM, if the impulse response of
the PAM system has a Gaussian envelope, can be estimated
as 0.88 c/B,6 where c is the speed of sound and B is the band-
width of the PAM system. To enhance the axial resolution,
previous work has concentrated on increasing the bandwidth
B by using a very broadband ultrasonic transducer6 or optical
resonance acoustic sensor.7 However, as the bandwidth
increases, the penetration depth of PAM becomes quite lim-
ited because the acoustic attenuation coefficient of soft tissue
is nearly proportional to the frequency. Alternatively, nonlin-
ear optical effects have been explored as another mechanism
to provide optically determined axial resolution for PAM,
such as in two-photon-absorption PAM.8,9 Although promis-
ing, this technique is expected to have relatively low detection
sensitivity due to the inefficiency of these nonlinear effects
within the safety limit of laser intensity, and its 3D image
acquisition is lengthened by the additional depth scanning.
Here, we propose to enhance the axial resolution of
PAM by reducing the speed of sound c. Since an ultrasonic
transducer detects the time-resolved signal, reducing the
speed of sound would increase the time interval between two
objects with a given spatial distance, thereby shortening the
smallest resolvable distance between objects. Note that the
time interval between two objects in the photoacoustic signal
is determined by the speed of sound of the medium between
them (ignoring acoustic scattering and reflection). In con-
trast, the speed of sound of the medium between the objects
and the ultrasonic transducer determines the “time delay” to
both signals from the two objects. Therefore, our method
aims to reduce the speed of sound inside the imaging region
of interest instead of the surrounding coupling medium (typi-
cally water or ultrasonic gel). This procedure can be realized
by immersing the region of interest in a liquid that has a rela-
tively low speed of sound. Our approach is analogous to the
oil immersion used to increase the lateral resolution in opti-
cal microscopy.10 In both cases, the acoustic or optical wave-
length is decreased as the sound or light speed is lower in the
immersion liquids.
The selection of immersion liquid is critical. With a lower
speed of sound, the immersion liquid is expected to have a
different acoustic impedance Z (¼ qc, where q is the density)
from that of the surrounding medium. The acoustic impedance
mismatch will induce acoustic reflection at the interface,
decreasing the detected signal amplitude and generating rever-
beration. In most biomedical applications of PAM, the acous-
tic impedances of the imaged soft tissues and the coupling
water are about 1.6 MRayl and 1.5 MRayl, respectively, while
the speeds of sound are approximately 1.5 103m/s. To dem-
onstrate the principle of our method, here, we choose silicone
oil (85421, Sigma-Aldrich) as the immersion liquid, whose
speed of sound is about 1.1 103m/s and acoustic impedance
is about 1.1 MRayl. Thus, the axial resolution is expected to
be enhanced by 1.4 times, while the acoustic impedance
mismatch is relatively low (the amplitude reflection coeffi-
cient between the silicone oil and water is 0.16). Moreover,
silicone oil is non-toxic and has been used in medical applica-
tions, such as in eye injection for managing complicated reti-
nal detachments11,12 and in soft tissue injection for tissue
augmentation.13,14 Without carrying out systematic biological
studies, we believe that silicone oil is a relatively simple and
safe choice for injection into biological tissues to reduce the
speed of sound.
For experimental demonstration, we used a previously
reported PAM system,6 which has achieved the finest axial
resolution heretofore, reaching 7.6 lm. The PAM system,
shown in Fig. 1, is briefly described here. Laser pulses at
532 nm wavelength from a tunable optical parametric oscil-
lator (OPO) laser (NT242-SH, Ekspla) were focused into the
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sample by a 0.32NA objective (Phaco 1, Leitz Wetzlar), pro-
viding 0.8 lm lateral resolution. The imaging region of in-
terest of the sample was immersed in silicone oil. The
excited photoacoustic waves from the sample were detected
by a focused ultrasonic transducer (125-MHz central fre-
quency, 100-MHz bandwidth; V2062, Olympus NDT),
which was immersed in water for coupling. The photoacous-
tic signals were amplified and digitized at 1 GS/s. The sam-
ple was mechanically scanned in 2D to generate a 3D image,
while each time-resolved photoacoustic signal was decon-
volved with the PAM system impulse response to further
improve the axial resolution (as the effective bandwidth of
the PAM system was increased).6 The image acquisition
speed was limited by the laser pulse repetition rate of 1 KHz.
We designed a phantom experiment to demonstrate the
axial resolution improvement by reducing speed of sound.
As shown in Fig. 2(a), two layers of red ink for imaging
were smeared on a polymethylpentene (TPX) plastic sheet
(upper, matching well with water in acoustic impedance) and
a glass slide (lower), respectively. A small angle between the
TPX plastic and the glass slide provided a continuously vari-
able distance between the two layers, which enabled quanti-
tative measurement of axial resolution. The gap between the
two layers was filled with either water or silicone oil for
comparison, and the space between the two layers and the
ultrasonic transducer was filled with water for coupling.
B-scan images of the water-filled sample and the silicone-
oil-filled sample are shown in Figs. 2(b) and 2(c), respec-
tively. In both images, the vertical direction is plotted in the
units of time. It can be seen that the bottom layer of ink,
FIG. 1. Schematic of the PAM system. The inset with a dashed line bound-
ary shows the absorbers immersed in silicone oil and the ultrasonic trans-
ducer immersed in water. The acoustic flight time t from the absorbers to the
ultrasonic transducer can be converted to depth based on the speeds of sound
in the two media.
FIG. 2. Axial resolution of PAM. (a) Two layers of red ink are smeared on a
TPX plastic sheet (upper) and a glass slide (lower), respectively, for imaging.
The gap between the two layers is filled with water or silicone oil. B-scan
images of the water-filled sample (b) and the silicone-oil-filled sample (c).
The CNR versus the axial distance between the two layers of the water-filled
sample (d) and the silicone-oil-filled sample (e). The axial resolutions,
defined as the axial distance with 6 dB CNR, are 7.8lm for the water-filled
sample and 5.8lm for the silicone-oil-filled sample, respectively.
FIG. 3. In vivo PAM images of a mouse ear. Top-view PAM images before
(a) and after (b) injection of silicone oil. Side-view PAM images before (c)
and after (d) injection of silicone oil. (e) Normalized PA amplitude along the
dashed line in (c). (f) Normalized PA amplitude along the dashed line in (d).
Corresponding features in (e) and (f) are labeled with numbers. (g) Overlay
of (e) and (f) with the corresponding time axes, as indicated by the arrows.
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which was placed horizontally, appears oblique in Fig. 2(c).
This is because that as the thickness of the silicone oil in the
gap increases, the photoacoustic signal from the bottom layer
takes longer to travel to the ultrasonic transducer due to the
slower speed of sound in silicone oil compared with water.
For the same reason, the two layers can be separated more
clearly. The contrast-to-noise ratio (CNR) versus the axial
distance between the two layers of the water-filled sample
and the silicone-oil-filled sample are shown in Figs. 2(d) and
2(e), respectively. Here, in each 1D image of the two layers,
the contrast is defined as the difference in amplitude between
the smaller peak of the two layers and the intermediate val-
ley; the noise is defined as the standard deviation of the
background amplitude. The axial resolution, defined as the
axial distance with 6 dB CNR, is 7.8 lm for the water-filled
sample. The axial resolution is improved to 5.8 lm by sili-
cone oil immersion, which is close to the theoretical predic-
tion of 7.8 lm/1.5 1.1 5.7 lm.
We also showed potential biomedical applications of
our method by injecting silicone oil into a mouse ear to
enhance the axial resolution in vivo. Approximately 30 ll of
silicone oil was injected into a nude mouse ear and allowed
to diffuse for 30min. The blood vessels in the silicone-oil-
diffused area of the ear were imaged with the same laser in-
tensity in vivo before and 30min after injection, as shown in
Figs. 3(a)–3(d). The top-view maximum-amplitude-projec-
tion images are very similar before and after injection, but
the side-view images demonstrate the improvement in axial
resolution by injecting silicone oil. The amplitudes along the
dashed profiles in Figs. 3(c) and 3(d) are shown in Figs. 3(e)
and 3(f), respectively, with their overlay shown in Fig. 3(g),
which further demonstrate that the blood vessels are resolved
more clearly with silicone oil. In Fig. 3(g), the time scale of
the profile from Fig. 3(f) has been adjusted to maximize the
correlation coefficient between the two profiles (maximum at
0.82). Based on the ratio between the time scales of the two
profiles, the average speed of sound was estimated to be
1.3 103m/s in the post-injection mouse ear, an environ-
ment mixed with silicone oil and water. Due to the acoustic
impedance mismatch between silicone oil and water, the
CNR in post-injection images is about 2 dB lower than that
in pre-injection images.
In summary, we have demonstrated the feasibility of
enhancing the axial resolution of PAM by using an immer-
sion liquid to reduce the speed of sound. With silicone oil
immersion, we have achieved a finest axial resolution of
5.8 lm, and with silicone oil injection, we improved the axial
resolution in imaging mouse ears in vivo. It is possible to fur-
ther improve the axial resolution, at the cost of detection sen-
sitivity, by using an immersion liquid with a lower speed of
sound, such as fluorosilicone oil (7.6 102m/s) or tallow
(3.9 102m/s). Theoretically, tallow can help achieve an
axial resolution of 2.0 lm for non-biological samples. For
biomedical applications, we will seek more low-speed bio-
compatible immersion liquids. Our method can potentially
be used in other imaging modalities, such as photoacoustic
computed tomography and ultrasound imaging.
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